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TERCENTENARY 

OF  THIS 

COMPOUND  MICROSCOPE. 


PHELTSHED  IN  THE  PEOOEEHINGS  OF  THE 

SCOTTISH  MICROSCOPICAL  SOCIETY 

TN 


JOURNAL  OF  ANATOMY  AND  PHYSIOLOGY, 


Gentlemen, — I have  to  thank  you  for  the  honour  of  being  elected 
President  of  this  Society  for  the  session  which  we  open  this  evening. 

This  year  happens  to  be  the  tercentenary  of  the  invention  of  the 
compound  microscope,  and  it  seems  appropriate  that  I should  on 
this  occasion  briefly  review  the  history  of  the  microscope,  its  present 
position,  and  the  difficulties  that  impede  its  further  progress. 

The  microscope  far  surpasses  all  other  instruments  in  theTielp  it 
has  rendered  to  biological  science.  Without  its  aid  the  cellular 
structure  of  plants  and  animals  would  still  have  been  unknown ; the 
minute  structure  of  their  organs  would  still  have  been  matter  for 
conjecture ; the  wonderful  changes  that  characterise  the  develop- 
ment of  complex  organisms  would  still  have  been  a mystery  ■ and 
the  theory  of  evolution  which  has  to  a large  extent  sprung  from  the 
law  of  cellular  development  might  not  yet  have  been  advanced. 
Without  the  microscope,  the  nature  of  many  diseased  processes 
would  still  have  been  unknown,  and  the  physician  stiU  baffled  in  his 
search  for  rational  methods  of  treatment ; without  the  microscope, 
some  of  the  most  dangerous  causes  of  disease  would  still  have  re- 
mained undetected,  and  the  rational  principles  of  antiseptic  sm-gery 
would  not  yet  have  been  enunciated  3 and,  without  its  help  in 
medico-legal  inquiry,  the  ends  of  justice  would  on  several  occasions 
have,  been  defeated.  Through  no  avenue  of  sensation,  so  much  as 
through  the  eye,  has  our  knowledge  of  nature  been  gained,  and 
marvellous  though  the  efforts  of  nature  have  been  in  evolving  our 
wonderful  organ  of  sight,  it  is  to  the  glory  of  science  that  she  has 
brought  the  telescope  and  the  microscope  to  its  aid — the  one  to 
penetrate  the  veil  of  distance  and  reveal  the  nature  of  the  stellar 
universe  and  the  gigantic  scope  of  creation ; the  other  to  break  the 
seal  covering  objects  of  small  dimension,  and  to  reveal  to  us  many  of 
their  wonderful  properties,  and  some  of  the  great  laws  that  govern 
the  operations  of  living  nature.  With  the  range  of  human  vision 
thus  extended  the  mind  has  been  enabled  in  some  measure  to  realise  the 
wonders  of  nature  revealed  in  her  greatest  and  in  her  smallest  objects, 
and  to  perceive  some  of  the  great  laws  that  have  dominion  over  them. 

No  one  knows  exactly  when  the  simple  microscope  was  invented. 
Burning  glasses  were  so  common  in  Greece  that  they  were  sold  as 
curiosities  in  the  toy  shops.  Such  glasses  must  liave  been  convex, 
and  could  therefore  serve  as  magnifying  as  well  as  burning  glasses. 
It  has  been  argued  with  good  reason  that  the  engraving  of  ancient 
gems  could  not  have  been  executed  without  the  help  of  a magnifying 
glass  3 while  on  the  other  hand  it  has  been  Contended,  but  with 
questionable  logic,  that  if  magnifying  glasses  had  been  known  to  the 
ancients  they  could  scarcely  have  failed  to  use  them  as  spectacles, 
and  to  have  alluded  in  their  medical  writings  to  the  help  which 
magnifying  glasses  can  give  to  sight.  But  it  appeal's  that  no  such 
allusion  is  ever  made  by  any  Greek  or  Latin  author,  or  indeed  by 
modern  authors,  until  the  close  of  the  thirteenth  century,  when 
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mioctacles  were  iuveuted  by  Annati  of  Florence  about  the  year  1285. 

Tt  seems  to  me  quite  possible  that  a single  lens  might  have  been 
Led  by  an  engraver  of  gems' long  before  the  advantage  ot  placing 
such  a lens  in  front  of  each  eye  became  known. 

The  compound  microscope  dates  from  the  year  lo90,  as 
can  be  ascLtained.  Hans  Janssen,  or  his  son  Zacharie,  spectacle 
makers  at  Middelbnrg,  in  Holland,  discovered 

ima<^e  of  an  object  produced  by  a convex  lens  can  be  still  f^it  e 
ma<^'’nihed  by  looking  at  it  with  a similar  lens.  They  discoveied  the 

principle  of  Lie  indirect  amplification  ‘l/’ ihrLfe 
the  double  microscope.  Eighteen  years  afterwards  (1608)  the  te 
cope  was  also  invented  in  Holland.  Neither  of  these  insti  aments 
was  invented  in  Italy  by  Galileo,  although  he  constructed  them 

llecently  an  Italian  physicist.  Professor  Govi,  has  claimed  the 
vention  of  the  double  microscope  for  Galileo,  but  there  is  sn&cient 
evidence  that  he  arranged  lenses  to  form  a doable  microscope  after  he 
had  obtained  a telescope  from  Holland  ; while  as  a matter  of  fact  the 
doable  microscope  was  invented  in  Holland  eighteen  years  the 

telescope.  There  need  therefore  be  no  doubt  that  the  credit  of  the 
invention  of  both  instruments  belongs  to  the  Dutch.  „ i. 

Some  seventy  years  after  Janssen’s  invention,  Kobert  Hooke, 
secretary  of  the  Koyal  Society  of  London,  devoted  much  attention  to 
the  microscope,  and  made  several  suggestions  worthy  of  note.  His 
work,  entitled  Micrograjohia,  jniblished  in  1665,  contains  many  cuiious 
observations  on  plants  and  animals  and  on  other  subjects,  and  is 
illustrated  by  elaborate  drawings.  He  principally  used  a double 
microscope  with  one  lens  for  the  object-glass  and  another  for  the  eye- 
glass ; but  it  is  to  be  observed  that  his  eye-glass  was  mucli  wider  m 
proportion  to  the  object-glass  than  in  the  Janssen  microscope,  for  a 
reason  that  must  be  obvious.  He  tells  us  that  when  he  desiied  to 
see  a greater  e.xtent  of  the  surface  of  an  object,  he  introduced  a third 
lens  in  the  position  of  what  is  now  termed  the  field  glass,^  but  when- 
ever he  wished  to  see  the  object  very  clearly,  to  examine  its  minute 
details,  he  took  out  the  third  glass,  because,  as  he  said,  “ the  fewer 
the  refractions,  the  brighter  and  clearer  the  object.”  The  Dutch 
optician,  Huygens,  the  celebrated  author  of  the  iindulatory  theory  of 
light,  had  previously  used  such  a glass  in  the  eyepiece  of  the  tele- 
scTope,  and  therefore  his  name  is  commonly  associated  with  an  eyepiece 
so  constructed. 

Hooke  was  so  persuaded  that  the  only  way  to  see  clearly  with  the 
microscope  is  to  diminish  the  number  of  refractions,  that  he  invented 
one  in  which  the  space  between  tlie  object-glass  and  eye-glass  was 
filled  ivith  ivatar,  so  that  the  refraction  at  the  upper  surface  of  the 
object-glass  and  lower  surfiice  of  the  eye-glass  might  be  greatly 
lessened.  With  water  in  place  of  air,  tlie  image  of  an  object  viewed 
through  such  a microscope  was  more  brightly  illuminated  because  of 
diminished  loss  of  light  by  reflection  at  the  inner  glass  surfaces,  but 


' See  alislract  and  criticism  in  Joiir.  Roy.  Mic.  Soc.,  1889, 
K.  Hooke,  Microijmphia,  London,  1605. 
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as  Its  employment  was  inconvenient,  it  was  abandoned.  l)y  tliat  in- 
vention IJooko  sliowed'  his  perception  of  a principle  that  afterwards 
led  to  the  construction  of  immersion  lenses.  He  complained  that  the 
apertures  of  object-glasses  were  so  small  that  “ very  few  rays  were 
admitted,  and  that  many  of  them  were  so  false  that  the  object 
appeared  indistinct.”  He  believed  “that  these  inconveniences  are 
inseparable  from  all  spherical  glasses,  and  to  diminish  them  he 
recommended  a bright  illumination  of  the  object  by  a convex  glas.s, 
such  as  a globe  of  water,  or  a deep  piano-con  vex  lens  whose  convex  sur- 
face is  turned  to  the  windoiv,  and  its  plane  surface  to  the  object.  But 
he  was  obliged  to  admit  that  a solid  bead  of  "clear  Venice  glass  fixed 
in  a small  hole  in  a metal  plate  would  magnify  more  highly,  and 
show  some  objects  more  distinctly  than  any  of  the  great  microscopes. 

The  celebrated  Dutch  observer  Leeuwenhoeck  appears  to  have 
arrived  at  a similar  conclusion,  for  most  of  his  microscopical  observa- 
tions were  made  with  a simple  globule  of  glass,  mounted  between  two 
metal  plates,  pierced  with  a minute  aperture  to  allow  rays  to  pass 
only  through  the  central  portion  of  the  lens. 

Previous  to  the  introduction  of  achromatism  the  compound  micro- 
scope underwent  some  improvements  in  the  hands  of  Campani, 
Divini,  and  others  ; but  I must  pass  them  over  to  briefly  notice  the 
additions  made  by  a London  optician,  Benjamin  I\Iartin.  His  work 
on  optics,^  published  in  1740,  is  a lucid  exposition  of  the  subject,  and 
admirably  illustrated.  His  construction  of  the  mechanical  parts  of 
the  microscope  had  the  great  excellence  ever  since  maintained  by 
English  opticians.  He  added  a rack  and  pinion  for  moving  the  body 
of  the  instrument : a nosepiece  for  carrying  different  lenses ; a double 
mirror  to  illuminate  transparent  objects  ; and  a stage  with  rectangular 
movements  accomplished  by  fine  screws  with  graduated  heads,  so  that 
the  extent  of  motion  in  any  direction  could  be  accurately  determined 
as  in  the  movable  stages  now  made. 

For  more  than  two  centuries  the  microscope  awaited  the  correction 
of  the  great  faults  of  spherical  and  chromatic  aberration  inherent  in 
its  lenses.  The  great  step  that  led  the  way  to  its  modern  develop- 
ment was  the  invention  of  acliromatic  lenses  by  the  Juiglish  optician, 
John  Dollond.  His  celebrated  “Account  of  some  Experiments  con- 
cerning the  different  Befrangibility  of  Light”  was  published  in  the 
Philosophiccd  2'ransaciions  for  1759.  J'he  account  is  remarkably 
brief  and  concise.  One  requires  to  read  it  in  order  to  realise  that  in 
discovering  the  different  ojitical  projierties  of  flint  and  crown  glass, 
which  enabled  him  to  construct  an  achromatic  lens,  he  had  to  prove 
Sir  Isaac  Newton  to  be  in  eiror,  and  all  the  opticians  who  adopted  his 
teaching  and  believed  that  the  refractive  and  dispersive  poxvers  of  an 
optical  medium  are  cdivai/s  equal.  Dollond  proved  that  to  bo  an  ciTor 
by  comparing  tlie  refractive  and  dispersive  powers  of  glass  and  water. 
His  experiment  was  essentially  this:  ho  took  a triangular  glass 
prism  and  a wedge-shaped  trough  made  of  plate  glass  and  filled  with 
water.  He  arranged  them  with  bases  reversed,  so  that  the  one 


^ A New  and  Compendious  Si/stcm  of  Optics,  by  B.  jrarlin,  Loncloa,  1740. 


mioht  coimtcracfc  the  other.  His  glass  prism  had  an  of  G0“ 

and  he  experimentally  ascertained  the  angle  requued  foi  the  watu 
prism  to  compensate  the  refraction  of  a beam  ot  light  by  the  glass 
On  looking  at  a white  object  through  both  prisms  thus  arranged  he 
observed  that  although  the  object  did  not  appeal-shifted  m position 
it  seemed  to  be  coloured.  Tlierefore,  although  the  water  had  com- 
pensated the  refraction  which  the  mean  rays  of  the  luminous  beam 
had  suffered  in  the  glass  prism,  it  had  not  recomposed  while  Light,  ana 
he  perceived  this  to  be  due  to  the  dispersive  power  of  glass  being 
nearly  twice  as  great  as  that  of  water.  He  then  increased  the  angle 
of  his  water  prism  until  it  compensated  the  dispersion  produced  by 
the  glass,  and  recomposed  white  light;  but  he  found  that  although 
the  object  now  appeared  colourless,  it  seemed  shifted  in  position,  be- 
cause the  ray  emerging  from  the  prisms  had  been  refracted  from  the 

plane  of  the  incident  ray.  ^ 

By  these  simple  experiments  Dollond  proved  that  the  refractive 
and  dispersive  powers  of  an  optical  medium  may  be  vinequal,  and 
that  it  is  possible  to  compensate  the  chromatic  dispersion  of  light 
and  still  obtain  a final  bending  of  the  beam.  Dolluiid  made  these 
experiments  in  1757,  two  years  before  he  published  his  paper,  and  he 
immediatelv  proceeded  to  construct  new  object-glasses  for  the 
telescope.  "He  at  first  made  them  of  “two  spherical  glasses  with 
water  between  them,”  and  he  found  them  “ free  from  chromatic 
errors.”  But  the  errors  due  to  spherical  aberration  were  still  so 
great  that  he  gave  up  all  hope  of  success  wich  lenses  of  such  con- 
struction. He  was  led  to  “suspect  that  different  sorts^  of  glass  might 
2')ossibli/  be  found  to  show  diffei'enccs  in  the  ratio  of  their  ref > active  and 
dispersive  powers"  So  that  he  says  (p.  739)  ‘ the  next  business  to 
be  undertaken  was  to  grind  wedges  of  different  kinds  of  glass  and 
apply  them  together  so  that  the  refractions  might  be  made  in  con- 
trary directions,  in  order  to  discover  whether  the  refraction  and  the 
divergence  or  dispersion  of  the  colours  would  vanish  together.  He 
then  says  (p.  740),  “ I discovered  a difference  far  beyond  my  hopes, 
in  the  refractive  qualities  of  different  kinds  of  glass,  with  respect  to 
their  divergency  of  colours.  The  yellow  or  straw-coloured  foreign 
sort,  commonly  called  Venice  glass,  and  the  English  crown  glass,  are 
very  near  alike  in  that  respect,  though  in  general  the  crown  glass 
seems  to  diverge  the  light  rather  the  least  of  the  two.  The  common 
plate  glass  made  in  England  diverges  more,  and  the  white  crystal  or 
flint  English  glass,  as  it  is  called,  most  of  all.  It  was  not  now  my 
business  to  examine  into  the  particular  qualities  of  every  kind  of 
glass  that  I could  come  at,  mucli  less  to  amuse  myself  with  conjec- 
tures about  the  cause,  but  to  fix  upon  such  two  sorts  as  their  difference 
was  the  greatest,  which  I soon  found  to  be  the  crown  glass.” 

Dollond’s  communication  is  remarkable  for  lucidity  and  brevity  ; 
probaVfly  few  other  papers  limited  to  nine  octavo  piiges  have 
chronicled  an  advance  so  important  in  practical  science.  But 
Dollond’s  originality  has  been  questioned.  Thomas  Young,  in  his 
Lectures  on  Natural  Philosophy,  published  in  1807,  states^  “that 


* P.  380,  Kelland’.s  edition,  published  1815. 


8 


Dollond  was  led  to  make  experiments  on  the  refraction  of  different 
kinds  of  glass  in  consequence  of  a discussion  with  Euler,  Klingen- 
stierna,  and  some  other  mathematicians,”  but  although  Dollond  pro- 
bably received  suggestions  from  others,  to  himself  alone  appears  to 
belong  the  credit  of  having  made  the  first  achromatic  lens.  Euler, 
in  his  to  a German  Princess,  wrote  on  the  19th  of  August 

1760— a year  after  Dollond’s  paper  was  published— that,  although 
chromatic  aberration  could  be  remedied  by  combining  lenses  of 
different  substances,  “ neither  theory  nor  practice  have  hitherto  been 
carried  to  the  degree  of  perfection  necessary  to  the  execution  of  a 
structure  which  should  remedy  the  defect.” 

From  the  extract  I have  read  from  Dollond’s  paper,  it  appears 
that  he  aimed  at  the  correction  of  both  spherical  and  chromatic 
aberration  in  lenses  by  correcting  the  positive  aberration  of  a bicon- 
vex of  crown  glass  by  the  negative  aberration  of  a plano-concave  of 
flint  glass — and  he  succeeded  in  doing  both — to  a large  extent.  He 
relied  on  the  degree  of  concavity  in  the  flint  lens  to  remove  tlie 
positive  spherical  error  of  the  crown  lens,  and  on  the  nature  of  the 
material,  as  well  as  on  the  curvature,  to  remove  the  chromatic  error. 
As  a matter  of  fact,  however,  the  chromatic  fault,  although  greatly 
diminished,  was  never  completely  removed,  nor  was  the  spherical 
fault  ever  completely  abolished  ; nor  could  they  be  by  the  simple  com- 
bination of  a single  convex  and  a concave  lens  of  crown  and  flint  glass. 

Dollond’s  achromatic  lenses  were  made  for  the  telescope  in  1 758, 
but,  strange  to  say,  their  application  to  the  microscope  seems  to  have 
been  very  tardy,  apparently  because  Dollond  devoted  his  attention 
sj^ecially  to  the  telescope.  Achromatic  objectives  of  crown  and  flint 
glass  on  Dollond’s  principle  were  at  length  made  for  the  microscope 
by  Frauenhofer  of  Munich  in  1811,  and  Amici  of  Modena  in  1815, 
but  apparently  with  no  great  success. 

The  achromatic  microscope  as  now  commonly  employed,  really 
dates  from  1823,  when  Chevalier  of  Paris,  instructed  by  Selligue, 
made  high  power  objectives  on  the  principle  of  superimposing  several 
achromatic  doublets,  instead  of  attempting  to  obtain  a high  power 
from  a single  lens.  This  method  was  well  known  in  the  sinij)le 
microscope,  and  it  is  remarkable  that  its  ajjplicatiou  to  the  com- 
pound instrument  was  not  sooner  thought  of.  Another  novel  feature 
was  the  cementing  together  of  the  flint  and  crown  lenses  in  eacli 
doublet,  whereby  the  loss  of  light  by  reflection  within  tlie  doublet 
was  greatly  diminished.  At  first  the  convex  surface  of  each  lens 
was  turned  to  the  object,  with  the  consequent  production  of  great 
spherical  aberration  that  rendered  the  lens  of  little  value,  unless  the 
jjencil  of  light  was  made  very  narrow  by  a diaphragm.  Chevalier 
afterwards  shortened  the  focus  of  each  doublet,  turned  their  plane 
surfaces  towards  the  object,  and  thus  greatly  reduced  the  spherical 
aberration. 

Within  a year  after  the  appearance  of  Sclligue’s  lenses,  the 
London  optician,  Tidly  (1824),  made  triple  acliromatic  object-glasses, 
which  defined  with  “great  shaiqmess;”  but  the  impulse  whicli 
enabled  hlnglish  opticians  to  rise  to  their  prominent  place  as  makers 
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of  achromatic  lenses  appears  to  have  been  given  by  Joseph  Jackson 
Lister  L a paper  pnblished  in  1830, ^ in  which  he  ^.owed  that 

Sellio-ue’s  method  of  superposition  of  achromatic  doublets  in 
obiertive  was  capable  of  yielding  results  not  hitherto  attanied 
because  the  key  to  them  had  not  previously  been  found.  Lister  laid 
due  stress  on  the  principle  that  an  objective  must  have  ® 

of  aperture  to  give  a brilliant  and  distinct  image.  He  showed  that 
the  ^marginal  rays  of  a luminous  pencil  are  those  which  specia  ly 
serve  to  resolve  fine  closely  adjacent  lines  such  as  those  on  the  scales 
of  Lepidoptera,  as  may  be  proved  by  the  fact  that  some  of  the  most 
difficult  of  these  lines  are  best  seen  when  only  the  marginal  rays  ate 
employed  and  the  central  rays  stopped  out.  He  stated  that  the 
“great  requisite  for  the  object-glass  of  a compound  microscope  is  a 
large  focal  pencil  free  from  aberration ; that  the  field  should  be  flat 
and  well  defined  throughout,  and  that  the  light  admitted  should  as 
far  as  possible  be  only  that  necessary  for  the  fomiation  of  the 
picture,  and  that  it  should  not  be  intercepted  or  diffused  over  the 
field  by  too  many  reflections.”  He  said  that  the  prominent  obstacle 
to  obtaining  a sufficient  pencil  of  light  for  high  powers  by  one  object- 
crlass  of  large  aperture  and  deep  curves  is,  that  the  correction  for 
spherical  aberration  by  the  concave  lens  is  proportionally  greater  lor 
the  marginal  than  for  the  central  rays,  so  that  there  is  over-correc- 
tion of  the  marginal  rays  and  the  image  consequently  rendered 
indistinct,  and  at  the  same  time  coloured.  It,  therefore,  becomes 
necessary  to  cut  off  the  marginal  rays,  and  so  diminish  the  aperture 
of  the  lens.  Lister  was  the  first  to  show  that  by  superposition  of 
achromatic  doublets  the  effective  aperture  of  the  series  of  lenses  can 
be  widened  by  a precise  adjustment  of  the  distance  between  them, 
and  by  accurately  centering  them  around  the  optic  axis.  In  combin- 
ing several  lenses  together  he  says  “ it  is  often  convenient  to  trans- 
mit an  under-corrected  pencil  from  the  front  glass,  and  to  counteract 
its  error  by  overcorrection  in  the  middle  one”  (p.  199).  These 
apparently  simple  indications  were  what  he  termed  the  “key”  to 
the  improvement  of  achromatic  objectives. 

Lister’s  suggestions  were  promptly  acted  on  by  London  opticians, 
more  especially  by  Smith  and  Beck,  Andrew  Ross,  and  Hugh  Powell, 
whose  ingenuity  and  skill  rapidly  raised  English  microscopes  to  the 
first  rank  for  optical  as  well  as  mechanical  excellence.  No  better 
testimony  could  be  given  to  Lister’s  acuteness  in  1830,  than  that 
furnished  by  Professor  Abbe^  in  1879  in  his  paper  on  the  correction 
of  spherical  and  chromatic  aberration,  where  he  shows  the  great 
importance  of  the  relative  distance  between  the  lenses  of  an  objective, 
and  the  excellent  results  attainable  when  an  under-corrected  pencil  of 
light  is  transmitted  to  over-corrrected  lenses  placed  at  a suitable  dis- 
tance above  the  under-corrected  front  lens,  the  compensating  power 


1 “On  some  rro]in.rtics  in  Acliioinatic  Oi'ject  Glasse.s  applicable  to  the  Im- 
provement of  the  Microscope,”  by  J.  J-  Lister,  Phil.  Trans.,  London,  1830, 
part  i.,  p.  187. 

“ Abbe  “On  New  Methods  for  Improving  Spherical  Correction  apjilied  to  the 
construction  of  Wide-Angled  Object-Glasses,”  Jour.  Hoy.  Mic.  Soc.,  1879,  p.  812. 
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of  the  upper  leus  depending  to  a considerable  extent  on  the  relative 
distance  beeween  them  and  the  lower  lens.  The  ordinary  hi<di 
power  objectives  devised  by  Abbe  consist  of  an  iincorrccted  lens 
placed  111  front,  and  throe  over-corrected  doublets  placed  behind  it 

in  winch  the  spherical  and  chromatic  errors  of  the  front  lens  are 
removed. 

Few  points  in  microscopical  optics  have  been  more  discussed  than 
tlie  aperture  of  the  object-glass.  Let  me  remind  you  that  the  am^le  of 
aperture  of  an  objective  is  the  angle  formed  between  the  'most 
external  rays  that  can  penetrate  the  entire  system  of  lenses  from  a 
luminous  point  in  the  focus. , But  in  many  object-glasses  the  lenses 
cannot  be  used  to  the  full  extent  of  their  aperture,  owing  to  the 
^lioiis  increase  of  spherical  error  in  the  marginal  portion  of  the  lens. 
Therefore  it  is  frequently  necessary  to  intercept  the  passage  of  rays 
through  the  marginal  portion,  and  thus  to  curtail  the  aperture. 
Indeed,  the  angle  of  aperture  of  a lens  is  in  practice  reduced  to  the 
angle  between  the  most  peripheral  rays  that  are  capable  of  formino- 
a correct  image.  Therefore  a large  angle  of  aperture  is  only  po.ssible 
■when  the  spherical  and  chromatic  faults  of  a system  of  lenses  have 
been  so  well  corrected  that  rays  transmitted  by  the  outer  zones  of  the 
lens  can  form  a distinct  image. 

^ The  power  of  an  object  - glass  in  resolving  fine  adjacent  lines 
increases  with  its  angle  of  aperture  as  Lister  pointed  out.  There- 
fore opticians  have  been  constantly  striving  to  produce  lensds  of  large 
aperture.  The  lens  with  the  highest  angle  yet  produced  is  Abbe’s 
apochromatic  oil  immersion  of  134°.  Abbe  has  shown  that  it  is 
vain  to  attempt  to  increase  the  angle  appreciably  bevoud  this, 
because  the  focus  of  the  lens  is  so  short,  and  the  incidence  of  the 
peripheral  rays  so  oblique,  that  with  a higher  angle  the  lens  would 
be  practically  useless.  Objectives  of  large  aperture  are  valuable  for 
the  study  of  bacteria,  muscle  fibrils,  and  all  objects  with  fine  mark- 
ing,s,  but  they  ai-e  not  so  serviceable  as  those  of  small  angle  for  the 
oidinaiy  studj'  of  the  structure  of  tissues  and  organs,  because  the 
penetrating  poiver,  that  is,  the  power  of  seeing  objects  a little  above, 
and  also  below,  the  exact  focus,  diminishes  as  the  angle  of  apertme  is 
increased.  The  method  of  indicating  the  aperture  of  an  object-glass 
by  stating  its  angle  has  been  found  inconvenient,  because  tiie  angles 
have  a relative  value  only  when  lenses  arc  used  in  the  same  medium, 
be  it  air,  water,  or  oil.  An  angle  of  100°  for  a water-immersion  lens 
indicates  a greater  resolving  j)ower  than  a similar  angle  in  a dry  lens, 
Abbe  has  therefore  proposed  to  supersede  tlie  angular  designation  of 
aperture  by  the  more  convenient  metliod  of  indicating  the  aperture 
numerically.  'I'he  numerical  aperture  is  obtained  by  nudtiplving 
the  sine  of  Iialf  Ihe  angle  of  aperture  by  the  refractive  index  of  the 
medium  tlirough  which  the  liglit  reaches  the  lens,  be  it  air,  water,  or 
oil.  'I’hc  numerical  aperture  is  an  index  of  the  resolving  power  of  an 
objective,  irrespective  of  the  medium  in  which  it  is  immersed.  'J  hus 
a lens  wiiosc  jiower  of  rc.solving  fine  lines  is  indicated  bv  the 
numerical  apertui'c  I '0,  would  have,  in  aii\  an  angle  of  180°;  in  iraier, 
an  angle  of  97’  31";  and  in  cedar  oil,  an  angle  of  82°  17".  That 
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illustration  is  sufficient  to  show  what  jonf^jon 
adopting  the  numerical  aperture  as  an  nide.  o 

The  numerical  aperture  of  objectives  may  vary  from  as  low  cv 
W of  14,  the  aperture  ot  the  h.ghest 

rtiAoniirnninfin  oil-iniuiersion  lens  made  by  Zeiss.  ^ ^ ^ 

in  of  the  resolving  power  of  lenses  winch  has 

taken  pCe  in  recent  years,  would  have  been  impossible  but  for  the 

adoption  of  the  immersion  principle.  _ We  are 

Alodena  for  the  invention  of  immersion  lenses  in  1^40,  oi  s o y 
after  To  him  belongs  the  credit  of  having  been  the  first  to  aim  at 

‘the  construction  of  ^ con- 

certain  oils  have  a refractive  index  similar  to  that  of  glass,  he  coi 

striicted  lenses  to  be  immersed  in  them,  so  that  the  refraction  a 
reflection  at  the  upper  surface  of  cover  glass  and  lower  suiface  o 
obiective  mioht  practically  be  abolished.  It  was  a similai  ic^^a  tin 
led  Robert  Hooke  nearly  two  centuries  before  to  fill  the  tube  of  the 
microscope  with  water.  The  Italian  microscopists, 
the  oil  attack  the  surface  of  the  lens,  so  that  Amici  was  obliged  to 
abandon  it  and  make  lenses  for  immersion  in  water.  In  makin^ 
lenses  for  oil  immersion  fifty  years  ago.  Amici  was 
because  powerful  objectives  with  a sufficiently  large  angle  of  apeituie 
to  take  advantage  of  the  homogeneous  immersion  principle  had  not 
then  been  constructed.  Amici  exhibited  his  water-immersion  lenses  in 
Paris,  and  similar  objectives  were  made  there,  but  they  were  soon 
surpassed  by  the  immersion  systems  made  in  this  country  by  Powell 
and  Lealand.  The  adoption  of  the  immersion  principle  for  high 
power  objectives  has  permitted  of  their  construction  with  a larger 
aperture,  so  that  their  resolving  power  is  increased  ; but  lor  very 
hio-h  power  lenses  water  has  now  given  place  to  thickened  cedar  oil, 
having  refractive  index  Pol 2,  which  is  so  nearly  that  of  crown  glass 
(P53)  that  when  interposed  between  the  cover  glass  and  lens  it 
virtually  forms  with  them  a homogeneous  optical  system,  in  which 
there  is  practically  no  reflection  or  refraction  at  u]iper  surface  of 
cover  and  lower  surface  of  lens ; consequently  illumination  and  de- 
finition are  improved,  and  resolving  power  increased,  because  the  oil 
permits  of  the  lens  being  constructed  with  a larger  aperture  than  is 
possible  with  a water  lens.  The  highest  numerical  aperture  of  the 
oil  lenses  made  under  Abbe’s  direction  is  1'4,  which  is  regarded  by 
him  as  the  highest  useful  aperture.  He  believes  it  impracticable  to 
attempt  any  further  increase  of  aperture,  because  of  the  difficulty  of 
overcoming  spherical  aberration,  which  increases  with  the  aperture. 

The  first  oil-immersion  lens  in  the  recent  period  of  the  microscope 
was  constructed  by  Zeiss  from  a formula  calculated  by  Abbe,— at  the 
suggestion  of  Mr  J.  W.  Steiihenson,  treasurer  of  the  Royal  Micro- 
scopical Society.  The  celebrity  so  rajiidly  attained  by  the  firm  of 
Zeiss,  as  practical  opticians,  is  mainly  due  to  their  association  with  a 
skilled  mathematician  and  master  of  optics  in  the  jicrson  of  Pro- 
fessor Abbe.  Tlie  association  of  the  mathematical  theorist  with  the 
practical  optician  is  always  desirable,  and  in  these  times  no  optician 
need  hope  to  accomplish  anything  remarkable  unless  he  is  himself 
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deeply  versed  in  mathematics,  or  instructed  by  a mathematician 
willing  to  turn  his  attention  to  optics.  The  University  and  tlie 
iactory  seldom  join  liands,  but  the  results  of  such  union  achieved  in 
the  small  town  of  Jena  show  how  much  the  honour  of  a country  as 
a producer  of  philosophical  instruments,  may  be  promoted  by  such 
combination.  All  who  use  the  microscope  must  ever  remain  indebted 
to  Abbe  for  having  solved  some  of  the  most  embarrassing  difficulties 
m practical  ojitics  that  completely  baffled  all  who  preceded  him 
Until  he  devoted  his  mind  to  the  subject,  there  was  no  such  thing  as 
a compound  microscope  in  which  spherical  and  chromatic  aberration 
was  completely  corrected,  consequently  the  image  produced  by  the 
objective  was  so  faulty  that  deep  eyepiecing  was  ineffective,  and 
owug  to  yellow  and  violet  rays  being  brought  to  different  foci,  it  was 
ditticult  to  use  the  microscope  in  photography.  The  main  difficult v 
arose  from  the  peculiar  difference  in  the  dispersive  powers  of  flint  and 
crown  glass.  If  a prism  of  flint  and  another  of  crown  glass  are  made 
of  such  angles  that  the  same  beam  of  light  transmitted  through  eacli 
pi  ism  gives  rise  to  a spectrum  of  the  same  length  in  each  case,  and 
the  two  spectra  are  shown  side  by  side,  it  is  found  that  they  are  not 
identical.  The  junction  of  the  green  and  blue  is  nearer  the  violet 
end  in  the  crown  glass  spectrum,  and  nearer  the  red  end  in  the  flint 
spectrum.  Thei’efore,  since  the  several  parts  of  the  two  spectra  are 
not  in  complete  correspondence,  the  chromatic  dispersion  of  crown 
glass  cannot  be  completely  corrected  by  that  of  flint  glass;  there 
must  always  be  a residue  of  non-achromatised  light,  which  produces 
what  is  teimed  a secondary  spectrum,  and  therefore  gives  rise  to  a 
slightly  coloured  image.  Consequently,  in  the  best  ordinary  achro- 
matic objectives,  the  chromatic  error  has  never  been  corrected  for 
more  than  two  colours  of  the  spectrum— the  red  and  yellow ; while 
spherical  aberration  was  not  corrected  for  more  than  one  part’  of  the 
spectrum — viz.,  the  yellow  line  D given  by  a sodium  flame.  It  was 
undercorrected  for  the  red  and  overcorrected  for  the  blue  rays.  A 
lesidue  of  imperfectly  corrected  spherical  aberration  is  more  detri- 
mental than  uncorrected  chromatic  aberration,  because  it  impairs  the 
definition  of  the  object,  and  renders  the  image  incajjable  of  beino- 
highly  magnified  with  advantage.  ° 

It  was  felt  impossible  to  remove  these  difficulties  without  the  aid 
of  glass  differing  in  composition  from  that  of  the  old  crown  and  flint 
glass  commonly  emifloyed.  Abbe  therefore  sought  the  aid  of  Dr 
>Schott,  a chemist  experienced  in  glass  making,  and  numerous  experi- 
ments were  undertaken.  As  many  as  a thousand  sjjecimens  of  glass 
of  different  composition  were  jirepared  ; a prism  made  from  each,  and 
its  refractiv'e  and  dispersive  powers  determined,  Avith  the  result  that  as 
many  as  forty-four  different  sorts  of  optical  glass  were  obtained,  nine- 
teen of  them  being  entirely  new.  The  old  flint  glass  consists  chiefly  of 
silicates  of  jjotasii  and  lead,  while  crown  glass  consists  of  silicate's  of 
potash  and  lime.  Abbe  and  Schott  have  made  new  sorts  of  flint  and 
crown  glass,  which  have  a dispersive  power  very  nearly  in  the  same 
ratio  for  all  parts  of  the  spectrum,  so  that  the  socondarv  spectrum  of 
achromatic  combinations  can  bo  almost  completely  eliminated.  'J'ho 
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Kev  W.  Harcouvt  had  previously  ascertained  that 
salts  of  boracic  acid  has  peculiar  properties,  an 

been  turned  to  good  account  at  the  Jena  glassworks.  Diffeient  soi  ts 
of  ^lass  containing  borates,  and  others  containing  phosphates  hav  e 
been  obtSned,  and  are  now  used  with  siliceous  glass  m the  finest 
lenses  The  new  optical  glass  has  from  the  first  been  geneiouslj  sup 
Sd  to  ill  opticians,  and“a  marked  improvement  m the  microscope 
produced  in  London  and  elsewhere  has  been  the  result  of  Abbe  a 

has  been  able  to  devise  the 

finest  lenses  th!t  have  yet  been  made.  They  consist  of  five  lenses, 
in  which  the  new  crown  and  flint  glass,  and  glass  containing  boia  es 
and  phosphates  are  used.  He  has  termed  the  new 

because  they  are  practically  free  from  chromatic  and  spheiical  faults, 
lley  bH  o the  md  and  violet  and  other  rays  of  the  spectrum  to 
nreisely  the  same  focus,  so  that  they  are  of  the  greatest  value  fox 
photogiphy.  When  the  lens  is  so  arranged  that  the  object  is  most 
Larll  ien  on  the  plate  of  the  camera,  further  adjustment  is  uii- 
• necesLy,  because  the  chemical  rays  are  in  ^ 

most  visible  rays.  Spherical  aberration  is  corrected  ^ 
of  the  spectrum  instead  of  one  as  m previous  lenses,  so  that  it  is 
practically  abolished  even  when  the  full  aperture  of  the  lens  is  used. 
By  bringing  practically  all  the  rays  of  the  spectrum  into  one  focus, 
the  image  is  better  defined,  and  can  bear  deep  eyepeemg.  However, 

I think,  I may  safely  say  that  the  chief  value  of  these  lenses  i^s  m 
photography,  where  they  certainly  give  us  great  help ; but  foi  oidi- 
nary  microscopic  observation  the  advantage  they  give  over  the  old 
lenses  is  not  so  great  as  one  might  have  anticipated.  The  apochio- 
matic  objectives  are  intended  to  be  used  with  eyepieces  of  new  con- 
struction, termed  comjmisating,  because  they  have  been  designed  y 
Abbe  to  compensate  the  slight  residual  faults  of  the  objective.  lej^ 
are  a o-reat  improvement  on  the  old  oculars,  and  give  a sharper 
imacm  even  when  used  with  the  old  objectives.  'With  reference  to 
the°eyepiece,  we  must  not  forget  our  indebtedness  to  Huygens  for 
the  double  eyepiece  he  invented  for  the  telescope,  and  which  has  now 
for  so  long  a time  heen  used  in  the  compound  microscope. 

It  is  evident  that  within  the  last  few  years  the  compound  micro- 
scope has  made  remarkable  progress  notwithstanding  difficulties  that 
for  a long  time  appeared  insurmountable.  AVithin  the  brief  period  of 
some  twelve  years  the  principle  of  homogeneous  immersion  has  been 
carried  into  practice  ; new  kinds  of  optical  glass  have  been  com- 
pounded, and  apochromatic  objectives  and  compensating  oculars  in- 
vented. It  is  only  just  to  say  that  wo  owe  these  valuable  results 
mainly  to  the  matliematical  skill  and  deep  insight  of  Abbe,  but 
notwithstanding  the  rajiid  advances  recently  made,  we  arc  not  per- 
mitted by  him  to  anticipate  any  great  future  advance  in  the  micro- 
scope’s power  of  resolving  fine  details.  Its  power  of  so  doing  is  not 
capable  of  indefinite  extension  ; the  nature  of  light  itself  prevents  it. 
The  very  light  that  so  readily  reveals  the  objects  around  us  will  not 
allow  us  to ”800  the  interval  between  a pair  of  lines  if  it  is  less  than 
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tho  ,W,  .,  ? of  tlie  l,gl.t  i mdeeil,  witli  caUml  illumi„ation 

vMb  r tL  f ?■  ff  '“St''  to  I'o  .■cmlered 

n^  nnn  I'esolve  parallel  lines  of  inL  than 

il^000  to  an  inch  ; indeed,  for  a serviceable  lens  the  lines  nni.st  be 
..ot  mo,-e  tlmu  85,000  to  «„  i„cl,.  This  limitatic,  cl, iefly  refute 
from  the  phenomena  of  rhfraction.  ^ 

The  interference  and  difracUon  of  light  have  so  great  an  influence 
on  the  appearances  presented  by  eertain  objects  under  the  microscope 
that  1 would  ask  your  attention  to  that  subject  for  a little.  You 
will  find  on  the  table  an  oxy hydrogen  lantern,  with  its  ordinary  con- 
enser  inside,  and  an  adjustable  metal  slit  in  its  aperture  The 
lantern  ,slit  has  been  opened  to  the  extent  of  two  or  three  millimetres 
0 p a thin  beam  of  light,  and  if  you  place  your  eye  in  its  path,  and 
look  through  an  adjustable  slit  held  close  to  the  eye  with  its  lom^ 
axis  parallel  with  the  lantern  slit,  and  opened  only  to  the  extent  of 
a millimetre  or  less,  you  will  readily  observe  a central  bright  baud 
and  on  either  side  of  it  a fringe  of  fainter  bands  gradually  disappear- 
ing at  the  sides.  The  bright  central  band  is  produced  bv  the 
principal  rays  passing  through  the  slits,  while  the  fringes  of  alternate 
Jigbt  and  dark  bands  arises  from  difiPraction  of  a jJortion  of  the  lio-ht 
m passing  through  the  narrow  slit  before  the  eye,  and  from  the 
mutual  interference  of  the  diffracted  rays  (fig.  1).  If  you  vary  the 


Fig.  1.  Principal  (p)  and  dillniction  liaiuls  (ci)  produced  hv  ilie  saiiie  .<;lit 
with  red  (r),  green  [g),  and  violet  light  (r).— Ganot’s  'Physique. 


Aplth  of  the  slit  before  the  eye  you  will  find  on  making  it  narrower 
tliat  the  principal  and  the  diffraction  bands  all  widen  owt  and  become 
separated  to  a greater  distance  owing  to  a similar  widening  of  the 
dark  interference  bands.  If  a circular  aperture  is  substituted  for  the 
slit  at  the  lantern,  you  find  on  looking  tlirougli  the  ocular  slit  a 
central  blight  spot,  and  on  each  side  of  it  a row  of  crescentic 
diflraction  bands  extending  laterally  from  the  slit  in  whatever  posi- 
tion it  is  jdaced,  jiroving  convincingly  that  the  dilfraction  phenomena 
in  both  cases  are  produced  by  the  narrow  slit  close  to  the  eve,  and 
vary  with  its  width.  ou  will  further  observe  that  with  ordinarv 
light  every  dilfraction  band  is  a siicctrum  with  the  red  alwavs  oil 
the  side  farthest  from  tlie  princijial  band. 

If  you  successively  place  behind  the  lantern  slit  jilates  of  red. 
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T 1 Tiin  rliftpvpnre  arises  from  tne  wavcb  oi  ucni^ 

tun.,o.gc.  th„„  those  of 

“'TliSnlatioos  of  light,  like  those  on  the  sniface  of  a liquid,  are 

" ^rs,S 

rn^uTdr  r"  S;t\;rerir 

-It  the  s-ime  moment.  Therefore,  when  the  opposite  phases  of  the 
^dulatSrrureuteut  are  e,taetlj-  couuter-balaneed,  there  ,s  rest  hy 
ru“f»ir./««e,  .'hift  the  eoineidence  of  srmdar 
the  resulting  wave.  One  may  observe  these  effects  in  watei  waves, 
hut  they  are  still  more  evident  on  the  surface  of  mercury.  If  m an 
oval  trough  half  filled  with  mercury  one  suddenly  dimple  sui- 
face  at  one  of  the  foci,  the  waves  spread  to  the  sides,  and  aie  reflected 
to  and  fro,  producing  a beautiful  system  of  mterfeience  lines. 

Luminor/s  undulations  give  rise  to  similar  though  much  1^ 
evident  results,  because  of  the  extreme  shortness  of  t^e  waves,  and 
the  invisibility  of  the  medium  in  which  they  are  J 

interference  of  light  may  be  shown  by  several  methods.  Ihe  most 
intellio-ible  is  one  of  those  devised  by  Fresnel,  in  which  a system  of 
waves“of  red  or  green  light  slightly  diverging  from  a common  source 
is  received  on  two  closely  adjacent  straight-edged  plain  minors  o 
steel  or  of  plate-glass  blackened  behind,  and  inclined  tow  aids  eac 
other  at  an  Lgle  of  180°  or  less  (fig.  2,  m,  n).  The  waves  falling  on 
the  inclined  surfaces  are  reflected  in  two  systems  that  intersect^ each 
other  at  an  angle  suitable  for  the  production  of  interference  pheno- 
mena. When  the  light  falls  on  a screen  of  ground  glass  there  is  a 
brio-ht  central  band,  with  a fringe  of  alternate  dark  and  ligdit  bands 
on  each  side,  the  dark  bands  arising  from  the  coincidence  of  opposite 
phases,  the  light  bands  from  the  coiircidence  of  similar  phases  of  the 


two  sets  of  waves.  . . , n 

The  phenomena  produced  by  Fresnel  s mirrors  arise  simply  from 
the  interference  of  luminous  waves  ; those  produced  by  a slit  arise 
from  the  difradioii  as  well  as  the  iiif.erference  of  the  wave  motion. 
Diffraction  is  not  ]ieculiar  to  light.  All  undulatory  moveincnts 
may  be  diffracted.  The  prinnjxti  wave  that  spreads  from  a imint  of 
disturbance  on  the  surface  of  a liquid  is  the  resultant  of  an  infinite 
number  of  elcvienlari/  wotionx  of  the  molecules.  Every  molecule 
implicated  in  the  spreading  wave  successively  becomes  a centre  from 
which  an  elementary  wave  system  radiates.  But  in  the  mutual 


• These  pheaoinciia  may  he  mnre  simi'ly,  though  le.ss  dearly,  shown  hy  the 
ordinary  method  ot  |.hidng  a slit  in  a iiiceu  of  blank  card  hoard  or  paper  holoro  a 
lamp,  and  looking  at  it  tlirongh  a line  drawn  wilh  a needle  acro.s.s  a slip  ol 
.smoked  glass.  The  blue  dillVnelion  hands  cannot  be  seen,  however,  nidess  the 
lamp  is  eonipletely  shaded  to  cut  (dfall  dilluse  light. 
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interminglinc.  of  the  elementaiy  waves  there  is  an  infinite  labvrintl, 
ol  interference  and  reinforcement  tliat  results  in  tlie  fonnationof  the 
principal  wave. 


2;— Fi’eaiwi's  cxpmment  witli  “ iiiteileieiice  iiiiiTurs”  M,  N.  Luminons 
peiwil  of  monochromatic  light  diverging  from  tlie  focus  of  a lens  (S) ; s.s’,  virtual 
loci  of  the  cones  of  rays  retlected  from  the  mirrors  ; a, a',  d,d'  ',  c,e,  coincidence  of 
sinular  phases  ol  undulation  strengthening  the  light ; n.n,  coincidence  of 
opposite  phases  producing  darkness.  (This  fig.  from  Ganot’s  Physiqur,  20th  ed. 

errs  in  haying  the  Inminous  iioint  S so  near  and  so  high  that  no  light  could  .reach 
mirror  M.)  o & ^ 


When  a screen  witli  <a  wide  slit  in  it  is  placed  across  a trough  of 
water  or  of  mercuiy,  .and  waves  propelled  against  it,  a fraction  of 
each  wave  passes  on  through  the  slit,  but  iu  so  doing  gives  rise  to  a 
new  system  of  secondary  waves  spreading  in  arcs  of  circles  from  each 
margin  of  the  slit  into  the  space  protected  from  the  jn-incipal  waves 
behind  the  screen,  and  al.so  across  the  path  of  the  principal  waves 
that  have  passed  on  tlirongh  the  slit.  The  secondary  waves  arise  at 
the  slit  from  the  elementary  motions  of  the  on-jiassing  portion  of  the 
principal  waves  being  no  longer  restricted  laterally  by  the  elementarv 
motions  of  the  arrested  portion  of  the  wave. 
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The  undulations  of  light  behave 
called  “ rays  ” are  merely  the  paths 
they  travel  from  a luminous  point. 


in  a similar  manner.  The  so- 
piirsued  by  the  undulations  as 
'fhe  principal  waves  (fig.  3,  p) 


result  from  an  infinitude  of  wave  systems  (e)  radiating  from 

X molecule  of  the  ether.  If  the  so-called  rays  ate  d.rergeut 
the  principal  wave  front  is  convex;  if  they  are  paiallel,  the  c 
front  is  flat.  When  a beam,  it  matters  not  whether  of  divergent  o 


Fif,  4._Siihcinatic  representation  of  ellcct  of  slit  ab  in  a screen  s on  principal 
waves' 2?  of  divergent  light;  d,  dilVracted  waves.  Only  those  dilPaeted  from 
margins  of  slit  are  shown  ; similar  dilfraeted  waves  proceed  from  every  {mint  in 
whoFe  width  of  slit.  (Original  drawing.) 

of  parallel  light,  impinges  on  an  opaque  screen  (s)  with  a fine  slit,  the 
principal  waves  pass  on  through  the  opening,  but  owing  to  tlieir 
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fracture  the  elementary  motions  of  tlie  on-passing  waves  immediately 
give  rise  to  new  systems  of  secondary  or  diffracUd  waves,  not  me>-eLy 
a ^ the  dd  where  the /radure  occur.,  Ind  Ihrour, haul  its 

enty-e  loidth  Every  molecule  of  the  vibrating  ether  in  the  slit  is 
aficcted,  and  helps  to  form  diffracted  waves,  while  at  the  same 

the  principal  waves.  The  paths  or  rays 
of  the  diffracted  waves  diverge  in  all  directions  from  the  slit  From 
every  point  m its  wliole  breadth  they  spread  bilaterally  into  the 
geometrical  shadow  of  one  side,  and  across  the  principal  rays  into 
the  shadow  on  the  other  side,  so  that  on  each  side  of  the  slit  there 
are  diffracted  rays  that  have  travelled-  through  different  small  dis- 
tances from  various  points  in  the  slit  (fig.  4,  d).  When  the 
decussating  waves  are  half  a Avave  length  behind  each  other,  there 
IS  darkness  from  interference,  and  when  similar  phases  coincide  there 
IS  reinforcement,  so  that  alternate  dark  and  liglit  bands  are  produced 
b}’-  the  diffracted  rays.  Since  the  undulations  of  green  are  louo-er 
than  those  of  blue  light,  it  follows  that  the  coincidence  of  similar  Md 
of  opposite  phases  of  undulation  must  render  the  diffraction  bands 
broader  with  green  than  with  blue  or  violet  light,  and  still  broader 
with  red  light.  The  diffracted  rays  also  produce  interference  effects 
AA ith  the  principal  rays  (j»).  but  feeble  monochromatic  lights  (prefer- 
ably green)  is  required  to  show  them. 

I have  thus  briefly  sketched  the  principles  involved  in  the  dif- 
fraction of  light,  in  the  hope  that  those  of  you  who  have  not  had  the 


opportiinitA'  of  previousl}’  studj'ing  these  sub- 
jects may  be  enabled  to  follow  the  gist  of  what 
1 have  still  to  say. 

Dilfraction  phenomena  may  be  beautifully 
shoAvn  with  a series  of  parallel  slits  termed  a 
f/rcdiiKi.  \ou  will  find  Abbe’s  grating  under  a 
microscope  on  the  table.  It  is  a cover-glass 
silvered  on  one  side,  and  the  silver  film  then 
cut  into  eqiii-distant  lines  with  a diamond.  The 
silvered  surface  is  inverted  and  cemented  with 
balsam  to  a slide.  Tliere  are  two  sets  of  lines, 
the  intervals  between  them  in  one  set  being 
15  micro-millimetres  (fig.  5,  a),  and  only  hall 
as  wide  in  the  other  set  (b).  The  objective 
used  is  Zeiss  act,  as  recommended  by  Abbe  ; 

Pig.  5.— Abba’s  grating.  *1. ‘^3'ep‘^ce  it  magnifies  about  50 

The  liiie.s  at  a are  15  diameters.  ith  transmitted  light  you  simply 
inicro.s.  np:u  t,  tlioseat  see  a number  of  clear  lines  in  a dark  field  each 
Z<ni(j7‘5iiiicios.  apart,  hue  being  a fine  slit  in  the  silver  film.'  The 
grating  may  be  used  to  shoAv  diffraction  fringes, 
and  also  to  illustrate  Abbe’s  theory  of  the  microscopic  ima<m  of  such 
lines.  ° 

If  you  place  a very  small  aperture  of  a stop  diaphragm  on  a level 
Avith  the  upper  surface  of  the  stage,  and  focus  the  broader  spaces 
of  the  grating  («),  and  tlien  lower  the  lens  to  focus  the  margin  of  the 
aperture  in  the  diaphragm,  you  of  course  lose  sight  of  the  grating 
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slits  no  longer  in  focus,  and  the  margin  of  the  diapluagm  is  lenuuk- 
ably  sharp  considering  that  it  is  seen  through  the  grating  You  will 
see  a bri<>ht  round  disc  due  to  the  principal  rays  of  the  apeitiue, 
with  a series  of  coloured  diffraction  fringes  on  each  side  overlapping 
each  other  and  the  central  disc,  and  extending  at  a right  angle  to  the 
hues  of  the  grating  (tig.  G,  a).  Gradually  increase  the  distance  be- 
tween the  diaphragm  and  the  grating,  and  at  the  same  time  lo^^el 
the  lens  to  keep  tlie  margin  of  the  aperture  sharply  in  focus,  and  you 
will  find  the  diffraction  fringes  more  laterally  (b),  and  e\entually 
become  separate  discs,  if  the  aperture  is  sufiiciently  small,  and  suffi- 
ciently far  from  the  grating.  The  diffraction  discs  no  longer  over- 
lapping show  each  a pure  spectrum,  the  violet  being  always  on  the 
side  nearest  the  principal  disc.  If  you  now  bring  the  finer  grating  (hg. 
5 b)  over  the  aperture,  the  diffraction  discs  move  still  turther  apart 
(fio-.  6 p).  Using  the  lens  I have  mentioned,  you  will  probably  find 
that  the  diffraction  discs  have  been  thrown  so  far  aside  that  only  the 
inner  one  of  each  series  is  now  visible  in  the  field  (n,  d ).  Evidently 
a still  jinev  ffratinfj  could  throw  all  the  dijjraction  discs  out  of  the  jield^ 


Fig.  6.— Difl'raction  plieiionienu  prnduccd  by  Abbe’s  grating  with  ordinary 
light.  Ancrtuie  of  dia|ibriigni  seen  witli  ^eiss  obj.  aa,  and  nc.  No.  3 ; p, 
principal  ; rf,  diffracted  discs  ; corresponding  discs  indicated  by  ",  ; A.H.C., 

a|)erture  seen  tlirongli  grating  (fig.  5,  «) ; U,  the  same  .seen  throngli  liner  grating 
(fig.  5,  b).  {Dmiciifrom  the  object.) 

I have  now  to  explain  Abbe’s  theory  of  the  formation  of  the 
microscopic  image  of  the  grating.  You  will  find  it  easiest  to  perform 
the  experiment  in  proof  of  his  tlieory  witli  monochromatic  light. 
Therefore,  place  a plate  of  “ signal  ” green  glass  on  the  stage  under  the 
grating.  Focus  the  broader  spaces  (fig.  5,  a),  and  place  the  same 
small  aperture  of  the  diaphragm  sufficiently  near  to  illuminate  tlie 
field  diffusely,  but  not  too  brightly.  On  removing  the  eyepiece  and 
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looking  down  the  tube  with  tlie  eye  shaded  from  collateral  light  yon 
will  see  a row  of  small  green  discs  crossing  the  field  at  a right  M<de 
to  the  slits  of  the  grating.  The  discs  will  be  so  close  together  that 
confusion  is  apt  to  arise.  It  is  well,  therefore,  to  bring  the  finer 
grating  {/j)  under  the  lens,  and  a central  disc  due  to  the  'principal  or 
diojotric  rays  will  be  seen  in  the  centre,  with  two  diffraction  discs 
on  each  side  of  it  (fig.  7,  a).  Abbe  has  shown  that  the  eyepiece  re- 
unites the  principal  and  diffracted  rays,  and  thus  produces  the  micro- 
scopic image.  You  will  find  a slot  in  a collar  intercalated  above  the 
objective,  and  if  yon  place  in  it  a diaphragm  with  a slit  in  the  middle 
just  large  enough  to  permit  one  of  the  circular  beams  to  pass,  you 
will  find  on  replacing  the  eyepiece  that  the  position  of  the  gratiin^  is 
marked  by  a diffuse  light  band  in  which  no  lines  are  visible,  m^en 
though  the  slit  is  arranged  to  allow  tlie  principal  or  diopti'ic  beam  to 

pass  (fig  /,  h).  But  it  a wider  slit,  capable  of  admitting  two  of  the 

discs,  be  substituted,  the  lines  are  visible,  because  the  reunion  of  two 
sets  of  rays  is  necessary  for  the  formation  of  their  image.  The  .slit 
may  be  placed  to  permit  the  principal  beam  and  portions  of  the 
innei  diffracted  beams  to  pass  (fig.  7,  c),  or  the  principal  beam  and 


Fig.  7.  To  illustrate  Abbe  s theory  of  foraiatioii  of  microscopic  images. 

«.  The  finer  grating  (fig.  4,  6),  illuminateil  with  small  aperture  of  dia- 
phragm .sanm  as  that  used  in  fig.  5,  is  sharply  focussed  and  eyepiece  then 
removed  Dioptric  beam  p,  and  four  diffraction  beams  d,  seen  on  lookin^r 
down  tube.  ° 

h.  A diaphragm  with  slit  introduced  above  lens,  cutting  off  all  the  diffi-ac- 
tion  beams,  and  allowing  only  dioptric  beam  to  pass.  On  replacin'^  evepiece 
no  lines  of  grating  visible.  o v i 

ilioptric  and  one  diffractive  beam  or- portions  of  two 
diftraction  beams  to  pass.  On  replacing  eyepiece  lines  are  visible.  (Dimcn  from 
the  object. ) 


one  of  the  inner  diffracted  beams  may  be  taken,  or  tlie  jiriucipal 
beam  and  the  diftraction  beams  on  one  side  of  it  may  all  be  excluded, 
and  the  lines  still  be  visible,  provided  the  remaining  two  diffraction 
beams  are  permitted  to  pass  to  the  eyepiece.  The  resolution  of  the 
lines,  however,  is  most  complete  when  all  the  beams  are  utilised  in 
lu-oducing  the  image  on  the  eyepiece.^ 

* One  may  perform  Ibis  e.xperiinent  in  a slightly  different  way  by  removing 
the  diajdiragm  and  plai-ing  a hmip  with  a Hat  wick  at  some  distance  from  the 
niicroscope,  witli  tlie  edge  of  the  llame  turned  towards  it,  the  jirincipal  .and 
diffracted  rays  iiroduce  oval  images  when  the  eyepiece  is  removed,  and  bv 
idacing  the  lamp  sulliciently  far  away  the  beams  can  be  separated  to  a greater 
e.\tent  than  when  the  diaplmigni  is  used.  Of  course,  if  the  coloured  friass  is  re- 
moved  the  diilracted  beams  foi-in  spectra,  while  the  ju-incipal  beam  is  mainlv  white. 
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From  these  experiments  it  follo^ys  that  for  the  resolution  of  the 
lines  of  the  grating  the  principal  or  dioptric  rays  aie  msufficie 
without  the  addition  of  diffracted  rays.  I 'f 

detaiP  regarding  these  experiments,  for  I have  stated  the  mam 
points  wlifcl.  wiU  carry  me  to  the  explanation  of  ‘t®  >1“^ 
microscopic  vision.  It  follows  from  what  I have  stated  that  if  the 
E of  a grating  are  so  close  that  they  throw  the  P^cipal  ai^ 
diffracted  beams  so  far  apart  that  both  cannot  apear  in  the  field  at 
tiie  same  time,  the  resolution  of  the  lines  would  be  impossible,  be- 
cause one  beam  of  rays  is  insufficient.  It  foUows  that  a wide-angled 
lens  must  admit  a pair  of  more  divergent  beams  from  such  an  object 
than  would  be  possible  with  a lens  of  smaU  angle,  and  must  theio- 
fore  have  a greater  resolving  power.  It  also  follows  that  violet  light 
must,  because  of  its  shorter  waves,  be  able  to  resolve  what  green  and 
red  lio'ht  cannot,  for  we  have  seen  that  with  blue  or  violet  the  inter- 
val between  the  principal  and  diffracted  beams  is  narrower  than  with 
green  or  red  light;  therefore  a grating  fine  enough  to  throw  the 
diffracted  rays  of  red  or  green  light  out  of  the  field  could  still  be 
resolved  by  violet,  and  still  more  by  ultra-violet  light,  provided  at 
least  a portion  of  the  inner  diffracted  beam  is  not  thrown  from  the 
field.  Hence  it  is  that  photography  can,  by  utilising  violet  and 
ultra-violet  light,  render  visible  what  cannot  be  seen  without  its  aid. 
On  this  account  photomicrography  is  destined  to  play  an  increasingly 
important  part  in  microscopy,  and  the  apochromatic  lenses  of  Abbe 
have  already  greatly  facilitated  the  practice  of  a method  hitherto 
much  neglected,  because  of  the  difficulty  in  finding  the  focus  of  the 
chemical  rays  with  the  old  lenses. 

Gentlemen,  it  would  be  difficult  to  prophecy  what  new  achiev- 
ments  may  mark  the  fourth  century  of  the  compound  microscope, 
but  it  is  scarcely  to  be  expected  that  they  can  be  so  remarkable  as 
those  of  the  century  now  closed,  in  which  science  has  advanced  so 
rapidly,  and  has  pursued  so  many  paths  leading  to  the  attainment  of 
possible  results,  and  leaving  superlative  difficulties  for  the  future. 


1 For  further  detail  of  Abbe’s  experiments  see  “Observations  on  Professor 
Abbe’s  Experiments,  &c.,”  by  J.  W.  Stevenson,  F.E.A.S.,  Monthly  Microscop. 
Joum.,  vol.  xvii.  p.  82. 
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